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of levers and the methods are worked out in a manner practically similar to that just described.
.For bending tests of wood specimens a machine similar to Unit shown in Fig. 193 is used. The lever arrangement is similar to that of the tension machine. The method of supporting the specimen and recording the load on the beam and the deflection of the beam can !><v readily seen. This machine is operated by hand.
Fra 104.
Pieces to be tested in torsion arc*, placed in a machine* similar to that shown in Fig. 194. The specimen is fastened in grips (A) and (H). (/*) is fastened to (A/) which has an arm ((') attached to it. By means of the bolt shown at the left and the cone* pulley and system of gears, (A) can be rotated. As it. moves it tends to turn (/>) and (M) and ((') tends to rise. Arm ((') then